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A Bumpy and Winding but Right Path 
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Restenosis and stent thrombosis remain major concerns after percutaneous coronary intervention for the treatment of coronary artery 
disease. The present review was undertaken in order to highlight the various coronary stents that have been investigated in our Heart Re- 
search Center, and how far we have come from the first heparin-coated stent first used in the late 1990s. Thereafter, from the abciximab- 
coated stent to the current gene-delivery stent and other newer agents, our group has applied a range of techniques in this field. However, 
in groups similar to ours, the restenosis rates of such stents are still high for second-generation drug-eluting stents (DESs). Moreover, our 
nation imports almost all of these types of stents from other countries. Thus, we need to develop domestic coronary stents. Research into 
newer DESs are warranted in Korea so as to achieve improved safety and efficacy outcomes. (Korean Circ J 201 3;43:645-654) 
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Introduction 

The drug-eluting stent (DES) has changed our approach to the ma- 
nagement of acute myocardial infarction (AMI) over the past de- 
cade. The first commercial DES was a significant innovation because 
it reduced the numerous drawbacks of the bare-metal stent (BMS), 
including high in-stent restenosis (ISR) rates with neointimal hyper- 
plasia (NIH) as an underlying mechanism. 1 " 5 ' Drugs coating the st- 
ents were categorized as cytotoxic agents, such as paclitaxel, a ch- 
emotherapeutic agent in the treatment of breast or gastric cancer, 
and sirolimus, an anti-inflammatory agent in kidney transplanta- 
tion, that were used in first-generation DESs. Commonly used sec- 
ond-generation drugs in stents are zotarolimus, an immunosup- 
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pressant and semisynthetic derivative of rapamycin, everolimus, a 
derivative of sirolimus that works as an inhibitor of the mammalian 
target of rapamycin (mTOR), and biolimus, an equipotent semi-syn- 
thetic sirolimus analog with a biodegradable polymer, polylactic 
acid, with ten times the lipophilicity of sirolimus. All three types of 
DES have improved clinical outcomes after percutaneous coronary 
intervention (PCI) by reducing ISR, stent-thrombosis, and the dura- 
tion of anti-platelet therapy. 6 " 81 

The Heart Research Center of the Chonnam National University 
Hospital has investigated the safety and efficacy of various drug- 
coated stents in both human and animal studies (Fig. 1). Some de- 
monstrated usefulness in avoiding ISR by preventing neo-intimal 
regrowth. In the present review, we cover imported DESs and the 
new DESs that have been developed in our center, and provide per- 
spectives on DES development. 

Searching for Optimal Coating Materials 
Conventional coating materials from western countries 

The first generation: paclitaxel and sirolimus 

Paclitaxel is a mitotic inhibitor used to treat patients with lung, 
ovarian, breast, and head and neck cancer, as well as advanced 
forms of Kaposi's sarcoma. Sirolimus, also known as rapamycin, is an 
immunosuppressive drug used to prevent organ rejection after tr- 
ansplantation. It is particularly useful in kidney transplants. 91 
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Abciximab-Kruppel-Like Factor 
4-Plasmid Dual-Delivery Titanium 
Dioxide-Coated Coronary Stent 



Aptamer 



Endothelial progenitor cell capture stent 

Fig. 1. Emerging drug-eluting stents (DESs) under investigation at the Heart Center of Chonnam National University Hospital (CNUH). ACEI: angiotensin 
converting enzyme inhibitor, NO: nitric oxide, SiRNA: small interfering RNA. 



The second generation: everolimus and zotarolimus 

Everolimus is the 40-0-2-hydroxyethyl derivative of sirolimus and 
works similar to sirolimus as an inhibitor of mTOR. It is currently 
used as an immunosuppressant to prevent organ rejection after tr- 
ansplantation and to treat renal cell carcinoma and other tumors. 
Zotarolimus is an immunosuppressant and a semi-synthetic deriv- 
ative of rapamycin. It was designed for use in stents with phosph- 
orylcholine as a carrier. 101 

Experimental coating materials at Chonnam National 
University Hospital 

Heparin 

Heparin, an anticoagulant, can interact with antithrombin III to 
prevent thrombus formation and activation. 11 ' Heparinization of sur- 
faces has proven to be a successful strategy in preventing throm- 
bus formation and improving the compatibility of blood-contacting 
biomaterials. 12 " 14 ' Heparin has anticoagulant properties and inhibits 
smooth-muscle cell (SMC) proliferation. Local drug delivery with he- 
parin-coated stents can deliver a high concentration of heparin to 
lesion sites without systemic bleeding complications. 

Abciximab 

At the beginning of the 21st century, investigators in our group 
examined the effectiveness of abciximab, not only as an adjunctive 



agent during PCI, but also as an eluting material in the manufac- 
ture of coronary stents. Our group conducted many investigations 
on human as well as animal subjects with the Reopro® (abciximab)- 
coated stent. The results will be discussed elsewhere in this review. 
Abciximab, a potent antiplatelet agent that blocks the ultimate pa- 
thways to platelet aggregation, improves the outcomes of high-risk 
PCI and decreases the incidence of major adverse cardiac events. 15 " 18 ' 
In contrast to other types of platelet glycoprotein llb/llla receptor 
blockers, it also binds to Mac-1 (CD11o/18) on vascular endothelial 
cells and macrophages, thereby inhibiting inflammatory responses 
and SMC proliferation after vascular injury. 19 " 24 ' 

Ramiprilat 

The renin-angiotensin-aldosterone system has been implicated 
in the pathogenesis of NIH. Angiotensin II has been found to be 
associated with the migration and proliferation of vascular SMCs 
in restenotic lesions. Moreover, the administration of angiotensin 
converting enzyme inhibitors (ACEIs) has been reported as revers- 
ing impaired endothelium-dependent responses to acetylcholine in 
patients with heart failure 25 ' 26 ' and hypertension, as well as improv- 
ing coronary endothelial function after treatment with an ACEI in 
patients with coronary artery disease (CAD). 27 ' 28 ' 

Alpha-lipoic acid 
Alpha-lipoic acid (a-LA) is a potent antioxidant and acts as a co- 
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factor of key mitochondrial enzymes, such as pyruvate dehydroge- 
nase and a-ketoglutarate dehydrogenase. 29 ' a-LA is endogenous 
and improves diabetes-induced endothelial dysfunction, probably 
due to its antioxidant effects and direct free-radical scavenging pro- 
perties. 301 Moreover, a-LA inhibits the inflammatory pathway and 
prevents NIH after carotid artery stenting. 311321 

Carvedilol 

Carvedilol is a neurohumoral antagonist with multiple actions. It 
was originally discovered as a B-adrenoceptor antagonist, but sub- 
sequent research revealed that it also possesses potent antioxidant 
and free-radical scavenger properties. In addition, carvedilol inhib- 
its vascular smooth muscle cell (VSMC) proliferation induced by a 
broad group of mitogens, such as platelet-derived growth factor, 
fibroblast growth factor, endothelin-1, serum, and thrombin, and 
was found to suppress 84% NIH in a rat carotid injury model. 33 ' 341 
Recent studies have shown that the antimitogenic mechanism of 
the action of carvedilol on VSMCs involves the inhibition of mito- 
gen-activated protein kinase activity and the regulation of cell cycle 
progression. Carvedilol is highly lipophilic, which promotes rapid 
cellular uptake, 35 ' 361 and a stent containing carvedilol allows a high 
local concentration of the drug to reach the vessel walls with which 
it comes into contact. 

Probucol 

Probucol was developed and sold as a lipid-lowering agent and is 
also used as an antioxidant, 37 ' reducing restenosis after percutane- 
ous transluminal coronary angioplasty. It has, furthermore, recently 
been identified as a vascular protectant. 38 " 411 A multicenter study re- 
cently reported that post-stenting restenosis was reduced after pro- 
bucol use via a mechanism that increases the diameter of the vessel 
lumen. 421431 The combination of probucol and candesartan has po- 
tential antioxidant and vascular protectant effects. 441 

Fucoidan 

Fucoidan is a sulfated polysaccharide extracted from brown sea- 
weed that reduces rat SMC proliferation in vitro in a more inten- 
sive manner than heparin 451 Fucoidan inhibits SMC proliferation by 
reducing mitogen-activated protein kinase activity. Investigators at 
our center recently succeeded in producing and characterizing new 
homogeneous fractions of low-molecular-weight fucoidan with 
low anticoagulant activity. They aimed to establish the optimal con- 
ditions for the fucoidan coating on a BMS, verifying both the ability 
of fucoidan to inhibit vascular SMC proliferation in vitro and the 
inhibitory effect of a fucoidan-coated stent on ISR in a porcine 
model 4e) 
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Development of a coating method 

Dopamine-mediated heparin-coated stent 

In recent decades, typical approaches to surface heparinization, 
such as layer-by-layer self-assembly and covalent immobilization, 
have been reported in medical literature. 47 " 49 ' Layer-by-layer self- 
assembly has a common limitation involving the clinical translation 
of materials functionalized with biomolecules. That is, these coat- 
ings fail to withstand long-term exposure in vivo because of a lack 
of robustness. Inspired by the composition of adhesive proteins in 
mussels, Bae et al. used dopamine to form thin and surface-adher- 
ent films on a stent surface. 501 Dopamine performs well as a bind- 
ing agent for coating inorganic surfaces, including stent materials, 
and others have reported improved hydrophilicity and a substan- 
tial reduction of protein adsorption by dopamine. 501 

Heparin was conjugated to dopamine using N-(3-dimethyla- 
minopropyl)-NO-ethylcarbodiimide and N-hydroxysuccinimide, 51 ' 
and may possibly offer a platform for conjugating secondary drugs, 
such as anti-proliferative drugs. 521 

Titanium dioxide-coating method 

We had discovered that the thin film of titanium dioxide (Ti0 2 ) 
was deposited onto a BMS through the plasma-enhanced chemical 
vapor deposition (PECVD) process. We investigated the potential of 
Ti0 2 as a drug-combining matrix. When deposited at a discharge 
power of 5 W, the film showed a highly smooth surface with a rou- 
ghness of 9.4 nm, mechanical stability with good adhesion, and 
good blood compatibility. The film was surface modified with water 
plasma to introduce hydroxyl groups on the Ti0 2 surface. Drugs 
were then able to be chemically grafted onto the modified surface 
through the formation of ester bonds between hydroxyl groups on 
the modified Ti0 2 film, and carboxyl groups in the drugs. When he- 
parin, a-LA, and abciximab were grafted onto the Ti0 2 -coated and 
surface modified stents, the mean engrafted amount was mea- 
sured at 106.1 mg for a-LA, 32.5 mg for abciximab, and 53.9 mg for 
heparin. In the in vitro drug release test, heparin and abciximab were 
released continuously for four weeks, but a-LA exhibited a burst 
release within six days. 53 ' 

Nitrogen oxide-doped titanium dioxide-coated stent 

Titanium dioxide or nitrogen-doped titanium oxide (N-Ti0 2 ) coat- 
ings, inter alia, have been studied intensively as biomedical im- 
plants for contact with blood in organs, such as heart valves, or in 
vascular stents, as they inhibit platelet aggregation and fibrin gr- 
owth. Ti0 2 film could be applied as a drug-binding matrix as an al- 
ternative to organic polymers in DESs. Drugs can be directly graft- 
ed onto a Ti0 2 film surface through the chemical bond formation 
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between functional groups of the drug and -OH groups of plasma 
modified Ti0 2 film. N-Ti0 2 film is especially attractive as a coating 
material among blood-contacting materials, because of its enhanced 
blood compatibility. 54 " 561 

Such films are not yet being used as coating for drug binding 
matrices in DES. Therefore, we discussed the use of N-Ti02 film 
coatings for DES as a drug-combining matrix, by investigating the 
properties of coating films prepared by PECVD and by optimizing 
the surface modification of the N-Ti0 2 film coatings. N-Ti0 2 films 
were promising alternatives to organic polymers in the preparation 
of DESs, because grafted heparin and abciximab can be released 
continuously for three weeks from drug-grafted N-Ti0 2 stents in in 
vitro drug release testing. 571 

Dual-coated stent (abciximab and alpha-lipoic acid) 

Abciximab (Reopro®) is a potent anti-platelet agent, a-LA (a po- 
tent antioxidant), and acts as a co-factor of key mitochondrial en- 
zymes, such as pyruvate dehydrogenase and a-ketoglutarate de- 
hydrogenase. 58 ' It improves endothelial function and prevents ath- 
erosclerosis-related disease. 291 We compared the effect of a stent 
coated with abciximab and a-LA with that of BMS in a porcine coro- 
nary overstretch restenosis model. The findings are provided else- 
where in the present review. 

Aptamer stent: endothelial progenitor cell capture stent 

Aptamers are oligonucleic acid or peptide molecules that bind to 
a specific target molecule that are usually selected from a large ran- 
dom sequence pool. However, natural aptamers also exist in ribo- 
switches. Aptamers can be used for both basic research and clinical 
purposes as macromolecular drugs. 

Aptamers can be combined with ribozymes to self-cleave in the 
presence of their target molecules. These compound molecules have 
additional research, industrial, and clinical applications. The aptamer 
stent was specifically designed to promote arterial healing using a 
coating of oligonucleotides, functioning as endothelial progenitor 
cell (EPC) attracting messengers. As a result, the aptamer stent cap- 
tures and sequesters circulating EPCs to the luminal stent surface 
and theoretically initiates re-endothelialization. 59) 

Results of clinical trials of conventional drug-eluting stents 

Paclitaxel and sirolimus-eluting stents 

Both the paclitaxel-eluting stent (PES) and sirolimus-eluting stent 
(SES) have shown enhanced outcomes in terms of repeated revascu- 
larization compared with BMS 60 ' However, they were associated with 
an increased risk of very late stent thrombosis. 61 ' 62 ' 
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Everolimus-eluting stent 

Everolimus eluting stents (EESs) improved clinical outcomes com- 
pared to PES in terms of repeat revascularization, myocardial in- 
farction, and stent thrombosis. 63 ' 64 ' However, EES and PES displayed 
similar outcomes in terms of rates of death, myocardial infarction, 
and repeat revascularization. 65 ' 66 ' 

Zotarolimus-eluting stent 

Zotarolimus-eluting stents (ZESs) demonstrated a lower risk of 
myocardial infarction 67 ' 681 than PES and a similar risk of target-lesion 
revascularization. 69 ' ZES showed comparable outcomes with SES 
after three years for stent thrombosis, death, and myocardial in- 
farction. 70 ' 

Animal studies and clinical trials of Chonnam National 
University Hospital stents 

Heparin-coated sten ts 

Heparin-coated stents were compared with control BMS stents 
in a porcine coronary stent restenosis model with stent overdilation 
injury (stent : artery=1.3 : 1.0). The heparin-coated stent was effec- 
tive in the prevention of late coronary stent restenosis in a porcine 
model, indicating a possible relationship with the inhibition of neo- 
intimal cell proliferation. 5 ' In 2001, Shin et al. showed that heparin- 
coated stents were safe in the early setting of AMI. No additional 
heparin infusion after stenting was necessary, potentially reducing 
the risk of bleeding complications. 46 ' In 2004, Madduri et al. reported 
that the use of a heparin-coated stent resulted in favorable proce- 
dural and six-month outcomes, no incidence of stent thrombosis, 
and overall positive cardiac prognosis at the six-month follow-up. 29 ' 
However, Mehran et al. conducted an internet-based registry ex- 
amining the efficacy of a heparin-coated stent, and found no sig- 
nificant difference in cardiac death, myocardial infarction, target- 
lesion revascularization, or stent thrombosis between a heparin- 
coated stent versus BMS. 53 ' 

Abciximab-coated stents 

Abciximab-coated stents have been shown to be safe and effec- 
tive in the prevention of coronary restenosis in humans, as well as 
in a porcine model 32 ' 7 " A study of 85 patients undergoing follow- 
up coronary angiography and an intravascular ultrasound (IVUS) sh- 
owed only a trend toward a decreased restenosis rate. However, late 
luminal loss was lower in the abciximab-coated stent group. 5 ' In a 
study of 150 patients, the restenosis and target-vessel restenosis 
rates of an abciximab-coated stent were lower than those with a 
conventional BMS. 72 ' Later, in a study of 96 patients, follow-up IVUS 
demonstrated an improved intrastent luminal area and intrastent 
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NIH. The ISR rate was lower in the abeiximab-coated stent group 
than in the conventional BMS group. 73 ' In an examination of 138 st- 
ents (69 abeiximab-coated stents vs. 69 BMS), the restenosis rate 
and late loss rate were both lower in the abeiximab-coated stent 
group than in the BMS group. At the follow-up IVUS, the intrastent 
luminal area was significantly larger, and the intrastent NIH area 
significantly smaller, in the abeiximab-coated stent group than in 
the BMS group. 74 ' In addition, abeiximab-coated stents demonst- 
rated anti-inflammatory effects in a study using a porcine coronary 
overstretch restenosis model in a histopathological analysis per- 
formed 28 days after stenting with abeiximab-coated stents versus 
SES or PES. 75 ' However, Kim et al. 76 ' conducted a prospective rando- 
mized study comparing the effects of the abeiximab-coated stent 
in 95 patients with BMS with 93 control patients after a two-year 
follow-up. The six-month IVUS analysis showed that the area of NIH 
was significantly smaller in the abeiximab-coated stent group than 
in the control group. Nevertheless, at the two-year clinical follow- 
up, there were no statistically significant differences between the 
groups in terms of clinical outcomes. 

Ramiprilat-eoated stent 

We examined the anti-proliferative and anti-inflammatory effects 
of ramiprilat-coated stents in a porcine coronary overstretch reste- 
nosis model and observed no significant differences in the injury 
and inflammation scores between the two groups. Within the neo- 
intima, most inflammatory cells were lymphohistioeytes. Although 
the ramiprilat-coated stent did not demonstrate significant inhibi- 
tory effects on NIH, this stent showed positive effects on inflam- 
matory reaction and arterial healing, similar to the control stent in 
a porcine coronary restenosis model. 77 ' 

Alpha-lipoic acid-coated stent 

Lim et al., 71 ' in our center, found that a-LA feeding and a-LA-coat- 
ed stents prevent ISR by inhibiting NIH in a porcine coronary artery 
restenosis model, possibly by inhibiting the activation of the NF-Kb 
pathway and the proliferation of porcine VSMCs. 

Carvedilol-loaded stents and probueol-eoated stents 

Kim et al. utilized BiodivYsio® phosphorylcholine-coated stents, 
dip-coated with carvedilol (5 mg/mL) or probucol (50 mg/mL) by im- 
mersion, in respective methanol solutions. Twenty-four stents (ear- 
vedilol=8, probucol=8, and control=8) were placed in twelve pigs. 
Histopathological analysis was performed four weeks later. A histo- 
morphometry of the carvedilol -coated stent group compared with 
the control group showed that the neointimal area decreased by 
42°/o and the lumen area increased by 20%, resulting in a 43% re- 
duction of the % stenosis area. In the probucol-coated stent group, 



the lumen area, neointimal area, and % stenosis area did not differ 
significantly from those of the control group. The carvedilol-coated 
stent, but not the probucol-coated stent, inhibited NIH in a porcine 
stent restenosis model 29 ' 

Fueoidan stent 

Fueoidan-coated stents (FCSs, fueoidan 12.5 mg/mL), PESs, and 
BMSs were implanted in the proximal left anterior descending artery, 
proximal left circumflex artery, and right coronary artery in a ran- 
domized manner in six pigs (three stents placed in three coronary 
arteries per pig). Histopathological analysis was performed on the 
28th day of stenting. No polymer cracks or blotched areas were ob- 
served in the dual coating. Proliferation of SMC was inhibited in the 
fucoidan-treated group (12 ug/mL) compared to the control group. 
There were no significant differences in the internal elastic lamina, 
lumen area, neointimal area, or % stenosis area among the three 
stent groups. On the BMS surface, dual coating was appropriate 
using fueoidan. Despite the fueoidan inhibited SMC proliferation in 
vitro, the FCS showed no significant differences in the histopatho- 
logical analysis performed. 46 ' 78 ' 

Abeiximab and alpha-lipoic acid (a dual-coated stent) 

Lim et al. examined the anti-proliferative and anti-inflammatory 
effects of a stent coated with abeiximab and a-LA in a porcine coro- 
nary overstretch restenosis model. A total of ten pigs were random- 
ized into two groups (ten pigs, ten coronaries in each group), in 
which the coronary arteries were stented with a dual-coated stent 
and a BMS (control) after randomization. There was no significant 
difference in the injury score between the two groups. In the neo- 
intima, the lymphohistiocyte count was significantly lower in the 
dual-coated stent group than in the control stent group. There was 
no significant difference in the fibrin score between the two groups. 
The neointima area was not significantly different between the two 
groups. Although the dual-coated stent with abeiximab and a-LA 
showed no significant difference in terms of the inhibition of NIH 
when compared with the BMS, it was associated with a reduced 
inflammatory reaction when compared with the control stent in a 
porcine coronary restenosis model. 79 ' 

Endothelial progenitor cell capture stent (an aptamer stent) 

We evaluated the effects of the aptamer-coated stent utilizing six 
pigs and three different stents: cobalt-chromium (CC) BMS, pacli- 
taxel eluting Taxus PES (Boston Scientific, Natick, MA, USA), and 
aminoparylene and aptamer (AA)-coated stents, implanted in the 
three epicardial coronary arteries in a random manner at 8 to 10 atm. 
Stent length and diameter were 18 mm and 3 mm, respectively. After 
one month, the animals underwent a follow-up coronary angiogra- 
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phy with acetylcholine (10 ml_, 3 ug/mL) stimulation tests and were 
then euthanized for histological analysis. There was only a trend 
toward a decreased minimal lumen diameter in all stents. Neointi- 
mal thickness was lower after the use of Taxus PES. The AA-coated 
stent group showed a tendency toward a lower incidence of stent 
thrombosis and endothelial dysfunction compared to the Taxus 
PES group. However, the inhibition of NIH did not differ between 
the two groups. 59 ' 

Future direction: promising stents 

Biodegradable polymer stents 

Drug-eluting stents made with biodegradable polymers have been 
shown to improve long-term safety and efficacy compared to SES. 
DESs with biodegradable polymers demonstrated improved safety, 
compared to BMS in patients with AMI, 80 ' and showed outcomes 
similar to those with EES in patients with CAD at 1 year. 811 

Polymer-free drug-eluting stent 

Under the hypothesis that the polymer stent coatings reduce late 
events, polymer-free DES was developed. BioFreedom stents by Bi- 
osensors and drug-filled stents by Medtronics do not require poly- 
mer coatings on stents. Rather, the drug-filled stent has numerous 
elution holes through which the drug exits, thereby controlling drug 
elution through diffusion physics. Potential advantages are 1) avoid- 
ance of long-term late adverse effects that might be attributable 
to the polymer, 2) improved surface integrity since there is no poly- 
mer to be sheared or peeled away from the stent struts, and 3) the 
need for a shorter duration of dual antiplatelet therapy. 

Fully bioresorbable scaffolds 

In the near future, bioresorbable drug-eluting vascular scaffolds 
will be available in our daily practice. 82 ' 83 ' It remains to be determin- 
ed whether these devices will demonstrate enhanced safety and 
efficacy outcomes compared to current DES. 
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A promising drug-eluting stent from Chonnam National 
University Hospital 

Gene delivery stents: Aktl siRNA-embedded stents 

Akt1 siRNA was delivered to the cells with enhanced proliferation 
to suppress the Aktl protein responsible for cellular proliferation at 
the mRNA level. 84 ' The inhibition of Aktl decreases the expression of 
caspase-8 in endothelial cells. Suppression of downstream Aktl sig- 
naling proteins such as Fas ligand results in the stimulation of cas- 
pase activity and apoptosis in VSMCs. The specific inhibition of Aktl 
protein expression has been reported to retard cell growth. 85 " 89 ' To 
evaluate the usefulness of a gene delivery stent, rabbit iliac artery 
stenting was performed at our center. VSMC proliferation over the 
stent was suppressed by the delivery of Aktl siRNA complexed with 
a biodegradable disulfide cross-linked polyethyleneimine (ssPEI) 
polymer on a hyaluronic acid-coated stent surface. The study re- 
sults confirmed that the rate of restenosis was slower when stents 
were coated with ssPEI complexed with Aktl siRNA (Fig. 2) 841 

Drug and gene delivery stents: Abeiximab-Kruppel-like Factor 
4-plasmid dual-delivery Ti0 2 -coated coronary stents 

Recently, we developed a novel drug and gene dual-delivery sys- 
tem for coronary stents using Ti0 2 , with nonpolymer thin film with 
high blood compatibility used for drug delivery, and a denatured 
polymer coating for local gene delivery. Our results suggested that 
this novel system could be useful for the dual delivery of a drug and 
gene in coronary stents and other biomedical devices. To analyze 
the inhibitory effect on ISR, both Ti0 2 -abciximab-Kruppel-like fac- 
tor 4-plasmid-cobalt chromium (TAK-CC) and Ti0 2 -only cobalt ch- 
romium (T-CC) stents were used. On histomorphometric analysis af- 
ter four weeks of implantation in a porcine coronary artery, the TAK- 
CC group had decreased ISR compared with the T-CC group (TAK- 
CC group: 26.38±10.79°/o vs. the T-CC group: 48.59±20.17°/o, n=6 
in each, p<0.05). Neither the TAK-CC nor T-CC stent group showed 
fibrin deposition by Carstairs' stain, and both groups showed accel- 
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Fig. 2. Comparison of the ISR area (mm 2 ) between three types of stents, including the Akt-siRNA-embedded stent (adapted from Che et al. Biomaterials 
2012;33:8548-56). 84 ' ISR: in-stent restenosis, BMS: bare-metal stent, HA: hyaluronic acid. 
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erated re-endothelialization, as indicated by detectable anti-CD31- 
positive stained cells compared with a commercially available PES. 90 ' 

Conclusion 

The conventional requirements for developing a new DES have 
been considered to include 1) the inhibitory efficacy of eluting agent 
against the development of NIH, 2) the stability of the coating 
agent on the metal stent strut, and 3) cost-effectiveness. However, 
currently, we must consider DESs with bioabsorbable polymers, 
such as the ssPEI polymer, in our gene-delivery stent, or polylactic 
acid, in the biolimus-A9-eluting stent; a polymer-free DES, such as 
the drug-filled stent by Medtronic; or the development of recent 
bioresorbable vascular scaffolds. We established a stent factory se- 
veral years ago and are performing research on the Akt1 siRNA-em- 
bedded stent, which is based on biodegradable ssPEI polymer and 
genetic modification, as well as a drug and gene delivery stent, the 
TAK-CC. Notwithstanding these efforts, the development of a highly 
efficient domestic DES may require some time. With cooperation 
between medicine and mechanics, as well as industry and educa- 
tional organizations, the fulfillment of these requirements will lead 
to a commercial domestic DES, benefiting numerous cardiovascu- 
lar patients in Korea. These benefits would include cost-effective 
coronary stents due to lower taxes and expenses in the manufacture 
of coronary stents with safety and efficacy comparable to import- 
ed stents. In addition, we are confident that, in the near future, the 
safety and efficacy outcomes of domestic DESs will be better than 
those of imported stents. 
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